Objectives The aim of this study was to develop a computer model that accurately predicts myocardial fractional flow reserve (FFR) from angiographic images alone, in patients with coronary artery disease.
Coronary artery disease (CAD) remains the commonest cause of death and serious illness in the western world. The presence of myocardial ischemia is an important risk factor for adverse clinical outcomes (1, 2) . Alleviation of ischemia with percutaneous coronary intervention (PCI) can improve symptoms and clinical outcomes (3) (4) (5) (6) . The superior spatial and temporal resolution of invasive coronary angiography (CA) have made it the gold standard investigation for the diagnosis and stratification of CAD. However, CA frequently over-estimates the severity of coronary stenoses while underestimating lesion length (7) . Furthermore, CA does not reliably discern ischemia-provoking lesions from hemodynamically nonsignificant lesions (8 -10 ). An approach involving visual assessment alone is subjective. A more objective, evidence-based approach involves invasive assessment of fractional flow reserve (FFR) which identifies ischemia-causing lesions (FFR Ͻ0.80) with a diagnostic accuracy of Ͼ90% (11) . In patients with stable coronary disease, PCI guided by FFR is superior to PCI guided by angiography alone, in terms of improved clinical outcomes and financial savings (12) (13) (14) . Despite these benefits, in the United Kingdom Ͻ10% of PCI procedures use adjunctive intracoronary measurements, and even fewer diagnostic cases employ FFR to guide management (15) . If FFR could be accurately estimated from angiographic images alone, availability and access to physiologically guided PCI would be open to a wider patient population. Recently, computational fluid dynamics (CFD) analysis has been applied to coronary computed tomographic angiography (CCTA) data to predict FFR (16) . Although this has been demonstrated to augment the diagnostic power of CCTA, CCTA is still limited in application in the clinical pathway. The objective of this study was to test the feasibility of a computational workflow that could predict FFR from rotational coronary angiography (RoCA) images.
Methods
Study design. This was a single site, observational, analytical study carried out at the Northern General Hospital, Sheffield, United Kingdom. The study protocol was approved by the local ethics committee. Study population. Patients were recruited before elective PCI. Patients were eligible if they were older than 18 years; had angiographically confirmed, relatively simple native vessel coronary disease (ideally Type A lesions); and were being considered for PCI. Patients were excluded if they had serious comorbidity; previous MI; were unable to provide informed consent; had significant left main stem disease; had a chronic total occlusion; had presented acutely in the previous 60 days; could not receive intravenous adenosine, nitrate, or iodine-based contrast media; had previously undergone coronary artery bypass graft surgery or PCI; or were too obese for RoCA to be performed. Procedure protocol. Coronary angiography was performed with single axis RoCA (Philips, Best, the Netherlands) after iso-centering in posterior-anterior and lateral planes. Intracoronary glyceryl trinitrate was administered, and the RoCA was performed on a breath hold with a hand injection of 10 to 20 ml contrast through a 6-F guiding catheter ensuring optimal vessel opacification. All arteries with disease affecting Ͼ50% vessel diameter, judged by visual estimation, were interrogated with a pressuresensitive angioplasty wire (Volcano, Rancho Cordova, California). Hyperemia was induced by an intravenous infusion of adenosine 140 g/kg/min. The FFR was measured in the diseased vessels (17) . Stent implantation proceeded according to normal practice on the basis of the angiogram and the FFR. After stent implantation, RoCA and physiological measurements were repeated. Computing virtual FFR from angiographic images. All 121 2-dimensional images from each RoCA were exported to a Philips 3-dimensional (3D) workstation where the coronary reconstructions were created. Two clear projections, from similar phases of the cardiac cycle-as close to 90°apart as was possible with good vessel opacification and contrastwere selected to reconstruct the arteries. The 3D image segmentation (i.e., the reconstructed virtual artery) was exported from the Philips 3D workstation as a virtual reality modeling language file to the developed workflow, which is based upon Graphical Interface for Medical Image Analysis and Simulation software. The inlets and outlets were defined according to the position from which the physiological data were recorded, and the surface was closed. The closed surface was "meshed" into approximately 1 million internal tetrahedra, in preparation for the CFD simulation. As part of the protocol development, measured pressure and derived flow data were imported, processed, and applied to the inlet and outlets as boundary conditions, and a definition file was created that fully specified the arterial model for the CFD solver (ANSYS CFX). This solves the unsteady momentum (Navier-Stokes) and continuity equations, in 3 dimensions, with the conservation form of the finite volume technique (18) . The "virtual" fractional flow reserve (vFFR) was then (19) . The Windkessel model is an electrical analogue of arterial vasculature, in which the downstream resistance is calculated from the pressure and flow over the heart cycle. An optimization process was used to determine the downstream microvascular resistance and compliance values for each patient, but because this requires the invasive pressure measurement, we averaged the resistance and compliance values to produce a generic value applicable to the whole cohort. The accuracy of the vFFR with these averaged boundary conditions would be lower than that obtained using individually tuned parameters. The results in this paper also use a universal proximal boundary condition (averaged proximal transient pressure waveform). This approach demonstrates most effectively the predictive capability of the model with minimal personalized data.
The distal impedance is an important factor, and to give some indication of the accuracy that might be achievable if this can be effectively personalized we report an a posteriori correction (in a subgroup), in which the impedance of the vessel, as measured invasively in the course of the measurement of FFR, has been used in place of the generic impedance under the simple assumption that the impedance of the 3D domain is unchanged. Statistical analysis. The diagnostic accuracy of the workflow (the ability of vFFR to predict whether the mFFR was Ͻ or Ͼ0.80) was assessed by calculating the sensitivity, specificity, positive predictive value (PPV), negative predictive value (NPV) and overall accuracy. The 95% confidence intervals for sensitivity, specificity, PPV and NPV were calculated using the exact binomial test, (20) . The agreeability between vFFR and mFFR was assessed by calculating the mean difference between virtual and measured values (indicating positive or negative bias) along with the standard deviation of these differences. The average absolute error was calculated and a Bland-Altman plot was drawn (21) .
Results
Patient and clinical characteristics. Twenty patients were recruited. One patient was later found to have had a previous MI. 19 patients were therefore included in the final analysis and their baseline characteristics are presented in Table 1 . The mean age of the group was 64 (range 45 to 81) years. Twelve patients were male (63%). Sixteen patients had hypertension (84%), and 19 patients had hyperlipidemia (100%). One patient had type 2 diabetes mellitus (5%). None had prior stroke or peripheral vascular disease. Of the 19 patients included, 13 received PCI (6 left coronary artery [LCA], 7 right coronary artery [RCA]), and 6 patients had physiologically nonsignificant stenoses (4 LCA, 5 RCA) that were not treated. Three patients had stenoses in both LCA and RCA. Therefore, the total number of datasets analyzed in the study was 35 (2 for each stent case, 1 for each nonstent case, plus 3 cases that included both RCA and LCA stenoses). Table 2 details the lesion characteristics. Generic boundary conditions were applied and CFD solutions were successfully obtained in all 35 cases. The CFD computational time was approximately 24 hours per case. Diagnostic accuracy of vFFR. Lesions were stratified into 2 groups: those with an invasively measured FFR Ͼ0.80; and those with an FFR Ͻ0.80. The computed vFFR was stratified in the same way, and the results were compared. There was a high level agreement between mFFR and vFFR. Diagnostic accuracy of vFFR (95% CI) was evaluated as follows; sensitivity 86% (0.48 to 0.97), specificity 100% (0.87 to 1.00), positive predictive value 100% (0.60 to 1.00), and negative predictive value 97% (0.82 to 0.99). The overall diagnostic accuracy was 97%. Applying the more stringent threshold of significance for FFR (Ͻ0.75), the sensitivity was 71% (2 false negatives), specificity 100%, PPV 100%, NPV 93% and the overall diagnostic accuracy 94%. Quantitative accuracy of vFFR. The quantitative accuracy of the workflow is described in Table 3 . The mean difference between mFFR and vFFR was ϩ0.02 (SD ϭ 0.08). The average absolute error of vFFR, when compared with mFFR, was Ϯ0.06 (Ϯ8.1%). The Bland-Altman plot is shown in Figure 1 (21) . The correlation coefficient of the vFFR values with the mFFR values was 0.84 (Fig. 2) . Each individual mFFR is compared with its corresponding vFFR in Figure 3 . Subgroup analysis. A POSTERIORI CORRECTION. After the non-PCI cases had been excluded, the average absolute Values are mean (range) or n (%).
ACE ϭ angiotensin-converting enzyme; ARB ϭ angiotensin receptor antagonist.
J A C C : C A R D I O V A S C U L A R I N T E R V E N T I O N S , V O L . 6 , N O . 2 , 2 0 1 3
Morris et al.
F E B R U A R Y 2 0 1 3 : 1 4 9 -5 7
Virtual Fractional Flow Reserve From Angiography error was Ϯ0.07. When the a posteriori correction was applied to this group, the average absolute error reduced from Ϯ0.07 to Ϯ0.05.
RIGHT AND LEFT CORONARY CASES.
A typical RCA case, shown in the CFD workflow environment, is demonstrated in Figure 4 . For RCA cases the mean difference between vFFR and mFFR was 0.03 (SD ϭ 0.08). The average absolute error of vFFR when compared with the mFFR was Ϯ0.07 (Ϯ8.5%). A typical LCA case, shown in the CFD workflow environment, is demonstrated in Figure 5 . For LCA cases the mean difference between vFFR and mFFR was 0.01 (SD ϭ 0.09). The average absolute error of the vFFR when compared with the mFFR was Ϯ0.06 (Ϯ7.8%). Pre-and post-stent cases. To investigate whether accuracy was consistent across all values of FFR we compared the agreeability of vFFR and mFFR excluding the data from post-stent cases. This allowed us to focus on the cases with lower mFFR values. There was a small increase (0.01) in the average absolute error, Ϯ0.07. This was not significant (pϭ0.412). Table 3 summarizes the accuracy of vFFR for all cases and for the subgroup analyses described immediately above.
Discussion
We have developed a workflow that demonstrates the feasibility of using image analysis and CFD techniques to predict clinically useful physiological measures within a diseased coronary circulation solely from angiographic images. The workflow has been developed to create a simplified, 3D virtual coronary tree from a single RoCA. With a CFD solver, with generic boundary conditions, the pressure and flow solution can be calculated. The results allow 
The average SYNTAX (SYNergy between PCI with TAXus and cardiac surgery) score of the vessels studied was 4.9. Twelve of the 22 vessels had a measured fractional flow reserve (FFR) Ͼ0.80 and were not stented.
LAD ϭ left anterior descending artery; LCx ϭ left circumflex artery; RCA ϭ right coronary artery. The mean differences between virtual fractional flow reserve (vFFR) and measured fractional flow reserve (mFFR), SDs, and the average absolute error of vFFR in predicting mFFR is shown for right (RCA) and left coronary (LCA) cases, pre-and non-stent cases, and for all cases.
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assessment of 1 or more stenoses in virtuo.
The vFFR values agree well with the measured values, with an overall average deviation from the measured values of Ϯ 0.06. Lesions requiring PCI (mFFR Ͻ0.80) were identified from nonsignificant lesions (mFFR Ͼ0.80) with 97% accuracy. This level of accuracy is excellent considering the small number of patients in this study. Furthermore, the coefficient of variation of mFFR itself is reported as 4.8% (22) . The reduction in error observed when the a posteriori correction was applied suggests that a better appreciation of the factors governing the coronary microcirculatory resistance, on an individual patient basis may, in the future, enable us to improve the tuning of the distal Windkessel. This is likely to result in an even closer estimation of mFFR. Advantages of angiographic vFFR. There are several advantages offered by using physiological measures derived from our CFD workflow. The model only requires knowledge of vessel geometry. There is no need for the induction of hyperemic flow, additional procedure time, the hazard of passing an intracoronary wire, or additional equipment, training, or cost. A computational tool such as this would improve operator and patient access to physiologically guided decision making with potential impact on clinical outcomes and cost. The current workflow will be simplified Demonstrating the difference between the virtual fractional flow reserve (vFFR) and measured fractional flow reserve (mFFR) plotted against the mean value. The 2 dark lines indicate the limits of agreement, 2 SD above and below the mean delta.
Figure 2. Correlation Between vFFR and mFFR
With a line of best fit passing through the origin (R ϭ 0.84). mFFR ϭ measured fractional flow reserve; vFFR ϭ virtual fractional flow reserve. N S , V O L . 6 , N O . 2 , 2 0 1 3 Morris et al.
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Virtual Fractional Flow Reserve From Angiography for use by a nonspecialist cardiologist or radiographer for use at the time of diagnostic angiography to plan revascularization strategy. A further advantage of vFFR is that the effects of multiple lesions or, indeed, collateral vessels can be included in the simulation.
Alternative approaches and disadvantages of angiographic vFFR. The main disadvantage of our approach is that it requires a rotational coronary angiogram. This is not universally available, is cumbersome to perform, and is, of course, invasive. This contrasts with recently published work by Koo et al. (16, 23) reporting the calculation of FFR from CCTA. Both the CCTA and our angiographic studies succeed in inferring the physiological significance of coronary lesions by applying CFD to reconstructed cardiovascular anatomy. There are also clear similarities regarding how this is achieved. Both approaches apply a lumped parameter model at vessel branches, and both model blood as a Newtonian fluid with incompressible Navier Stokes equations. However, our method relies on vessel geometry alone from invasive CA and does not involve an estimation of myocardial mass or computed tomography. The results of our study appear more accurate than those reported in the original paper by Koo et al (16) and in the more recent, larger follow up study from the same group reported by Min et al (23) . However, it is important to note that whilst the greater accuracy of our results may reflect the superior resolution of invasive CA over CCTA it may simply be related to the small patient cohort in our current study. Koo et al. describe the DISCOVER-FLOW (Diagnosis of Ischemia-Causing Stenoses Obtained Via Noninvasive Fractional Flow Reserve) study as being based upon 3 key principles: 1) because patients with rest angina were excluded in their study, coronary supply met myocardial demand at rest, enabling calculation of total resting coronary flow relative to ventricular mass; 2) resistance of the microcirculation at rest is inversely but not linearly proportional to the size of the feeding vessel; and 3) microcirculation reacts predictably to maximal hyperemic conditions in patients with normal coronary flow. We are unable to perform an explicit comparison of our method with theirs, because the parameters in their model are not disclosed. Disadvantages of CCTA derived FFR include the requirement for separate test (many patients will require CA anyway), and that CCTA is limited in the context of advanced and calcific CAD and in patients with irregular heart rhythm, tachycardia or motion artefact. Challenges with CA-based vFFR. Microcirculatory resistance presents a challenge, although this is common to mFFR. The FFR represents the fraction of the normal maximal myocardial flow that can be achieved despite the epicardial stenosis. Alterations in the resistance of the downstream microcirculation might limit the rise in blood flow after vasodilatation is induced and therefore might restrict the corresponding pressure drop distal to the stenosis in the epicardial artery (11,24 -26) . Consequently, the severity of the stenosis might be underestimated if the resistance is high. Our model makes assumptions about the downstream resistance and applies a "one-size fits all" approach. Consequently, in cases with abnormally high microcirculatory resistance or when maximal hyperemia has not been achieved, the vFFR is more likely to deviate from the mFFR. It is recognized that mFFR might not be reliable in N S , V O L . 6 , N O . 2 , 2 0 1 3 cases with microvascular damage, and an important future challenge is to represent this in our predictive model, with patient information to inform the distal resistance model. Similarly, collateral circulation is a confounding factor that might also interfere with the estimation, although it is unusual to find collaterals in all but the most severe stenoses, whose physiological significance is usually apparent. CFD. Other investigators have attempted to predict the physiological significance of CAD from luminal geometry. Quantitative coronary angiography, intravascular ultrasound (IVUS) and, more recently, optical coherence tomography (OCT) have all been used to predict indexes of intracoronary physiology but have yielded disappointing results (27) (28) (29) . Gonzalo et al. (29) compared the use of OCT and IVUS in predicting an FFR of Ͻ0.8. There was no significant difference between OCT and IVUS, and diagnostic accuracy was described as "modest" (sensitivity 82%, specificity 63%). Rather than applying statistical regression techniques to measures, such as minimum lumen diameter, minimum lesion area, or lesion length (or combinations of these), our methodology employs CFD. Similar to previous studies, our methodology requires geometric knowledge of the vessel. However, vFFR uses the segmented geometry of the diseased artery, employs generic boundary conditions (on the basis of multiple arterial resistance and compliance measurements and a Windkessel model), and solves the 3D unsteady Navier-Stokes and continuity equations (CFD) for multiple heart cycles. This gives a full physical picture of the time varying pressure and flow velocity profiles in the artery. Calculations also include assumptions with regard to the upstream pressure and downstream resistance and compliance over a full heart cycle. Although we believe that knowledge of collateral flow and microvascular compliance and resistance would improve accuracy, this paper, like those of Koo et al (16) and Min et al (23) , seems to challenge the notion that anatomical data cannot be used to reliably predict the physiological significance of coronary lesions. Study limitations. First, the number of cases is modest, and we deliberately selected simple lesions in stable patients for this proof-of-concept study. Therefore the results are hypothesis-generating. The high level of diagnostic accuracy on this small sample of 35 datasets might include an element of serendipity. However, the results are encouraging, and the data are sufficient to warrant a larger study. Second, the boundary conditions applied to all cases in this study were generic rather than personalized. Third, the image segmentation software used (Philips) is not currently available in all centers. Fourth, RoCA provides only a few images in each projection, which limits those taken at end diastole. Fifth, up to 24 h of computational time are currently required to process these data. Sixth, this study did not include conventional quantitative coronary angiography analysis. Finally, although the majority of lesions were intermediate in appearance (Table 2) , only a limited subgroup of cases (n ϭ 9) had an mFFR falling between 0.70 and 0.90, the range that is of greatest clinical interest, representing the lesions which cause most doubt regarding the need for intervention.
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Conclusions
We have developed a workflow that takes images from a rotational coronary angiogram, segments and reconstructs the artery in 3 dimensions, applies CFD analysis, and identifies coronary lesions requiring PCI with 97% accuracy. The model reliably quantifies FFR to within Ϯ0.06. This is the first in vivo study to report such accurate CFD-based measurements within the coronary circulation. The model will now be optimized with greater patient numbers and with more complex cases. N T I O N S , V O L . 6 , N O . 2 , 2 0 1 3 
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